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Disclosure to Promote the Right To Information 

Whereas the Parliament of India has set out to provide a practical regime of right to 
information for citizens to secure access to information under the control of public authorities, 
in order to promote transparency and accountability in the working of every public authority, 
and whereas the attached publication of the Bureau of Indian Standards is of particular interest 
to the public, particularly disadvantaged communities and those engaged in the pursuit of 
education and knowledge, the attached public safety standard is made available to promote the 
timely dissemination of this information in an accurate manner to the public. 
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NATIONAL FOREWORD 

This Indian Standard (Third Revision) which is identical with ISO 7800 : 2003 'Metallic materials — Wire — 
Simple torsion test' issued by the International Organization for Standardization (ISO) was adopted by the 
Bureau of Indian Standards on the recommendation of the Mechanical Testing of Metals Sectional Committee 
and approval of the Metallurgical Engineering Division Council. 

This standard was originally published in 1 960 and subsequently revised in 1 971 and 1 985. This revision of 
the standard has been taken up to align it with the latest version of ISO 7800 by adoption, under dual 
numbering system. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain terminology and conventions are, however, not identical to those used in Indian Standards. 
Attention is particularly drawn to the following: 

a) Wherever the words 'International Standard' appear referring to this standard, they should be read as 
'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice is to 
use a point (.) as the decimal marker. 

For the purpose of deciding whether a particular requirement of this standard is complied with, the final 
value, observed or calculated, expressing the result of a test or analysis, shall be rounded off in 
accordance with IS 2 : 1 960 'Rules for rounding off numerical values (rew'sed)'. The number of significant 
places retained in the rounded off value should be the same as that of the specified value in this 
standard. 
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Indian Standard 

METALLIC MATERIALS — WIRE — SIMPLE 

TORSION TEST 

( Third Revision ) 

1 Scope 

This International Standard specifies a method for determining the ability of metallic wire of diameter or 
characteristic dimension 0,1 mm to 10 mm inclusive to undergo plastic deformation during simple torsion in 
one direction. 



2 Symbols and designations 



The symbols and designations used in the simple torsion test of wires are shown in Figure 1 and listed in 
Table 1 . 



3 Principle 

The test consists of twisting a test piece of wire around its own axis in one direction. 

1 1 



Key 

1 grip 



^ 
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Figure 1 
Table 1 — Symbols and designations 



Symbol 


Designation 


Unit 


d 


Dianneter of a round wire 


nnnn 


D 


Characteristic dinnension for non-circular wires ^ 


nnnn 


L 


Free length between grips 


nnnn 


^t 


Nunnber of turns 


- 


^ The characteristic dimension for non-circular wires is the maximum 
dimension of the cross section and is usually specified in the relevant standard. 
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4 Testing equipment 

4.1 Grips, having a minimum hardness of 55 HRC, and parallel faces. 
The recommended types of grips are given in Annex A. 

4.2 Testing machine, constructed so that a change of length between the grips, caused by contraction of 
the test piece during testing, is not prevented and that an appropriate tensile stress (see 7.1) may be applied 
to the test piece. 

The grips shall be placed in the testing machine in such a way that during testing they remain on the same 
axis and do not apply any bending force to the test piece. 

One of the grips shall be capable of being rotated around the axis of the test piece while the other shall not be 
subject to any angular deflection, except for such deflection as may be necessary to measure the torque. 

The distance between the grips shall be capable of adjustment for different test piece lengths. 

5 Test piece 

5.1 The length of wire to be used as the test piece shall be as straight as possible. 

5.2 If straightening is necessary, it shall be done by a suitable method. A recommended method is given in 
Annex B. 

During straightening, the surface of the wire shall not be damaged and the test piece shall not be subjected to 
any twisting. 

Wire with localized sharp curvature shall not be tested. 

Unless otherwise specified, the nominal free length between the grips shall be as given in Table 2. 



Table 2 — Dependence of free length between the grips on nominal diameter 
or characteristic dimension of the wire 



Nominal diameter, d, or characteristic 
dimension,/) 


Free length between grips 


mm 


(nominal)^ 


0,3^i(Z))<1 


200 d(D) 


^ ^d{D)<5 


WOd(D) 


5^d(D) 


50 d (D) 


^ Free length between the grips shall be maximum of 300 mm. 



6 Testing conditions 

In general, the test is carried out at a temperature between 10 °C and 35 °C. Tests carried out under 
controlled conditions, where required, shall be made at a temperature of (23 ± 5) °C. 
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7 Procedure 



7.1 Place the test piece in the testing machine (4.2) in such a way that its longitudinal axis coincides with 
the axis of the grips (4.1) and so that it remains straight during the test. Unless otherwise specified this may 
be ensured by applying to the test piece a constant tensile stress not exceeding 2 % of the nominal tensile 
strength of the wire. 

7.2 After placing the test piece in the testing machine, rotate one grip at a reasonable constant speed until 
the test piece breaks or until a specified number of turns, N^, is reached. Count the number of complete turns 
imparted to the wire by the rotating grip. 



NOTE 



For verification of number of turns, a coloured surface line should be drawn. 



7.3 Unless otherwise specified in the relevant standard, the speed of testing shall not exceed the values 
given in Table 3, in the case of steel, copper and copper alloys, aluminium and aluminium alloys of the 
diameters given. 

NOTE Because the simple torsion test is an isothermal test, an essential increasing of temperature of the test piece 

should be avoided. The temperature increase should not be higher than 60 °C. 

7.4 If the number of turns, N^, meets the requirements of the relevant standard, the test piece shall be 
considered as having passed the test, irrespective of the position of failure. If the number of turns, N^, reached 
does not meet the requirements of the relevant standard and the failure is within 2 d or 2D distance from the 
grips, the test shall be considered invalid and shall be repeated. 

7.5 Where the fracture in the torsion test is required to be characterized, it should be done on the basis of 
Annex C. 

NOTE For wires of smaller diameter or characteristic dimension it may not be possible to make a distinction between 

some of the classes in Annex (e.g. 2b versus 3b) 



Table 3 — Rate of testing 



Diameter, d, or characteristic 
dimension,/) 

mm 


Maximum number of turns per second 


Steel 


Copper and copper alloys 


Aluminium and aluminium 
alloys 


d(D)<^ 

^ ^d(D)<^,5 

1 .5 ^ J (D) < 3 
3 ^d(D)< 3,6 

3.6 ^d(D)<5 
^^d(D)^^0 


1 


5 


1 


0,5 


2 


1,5 


1 


0,25 


0,5 



8 Test report 

The test report shall include at least the following information: 

a) reference to this International Standard, i.e., ISO 7800; 

b) identification of the test piece (type of the material, cast number, etc.); 

c) diameter, d , or characteristic dimension, D, of the test piece; 

d) details regarding the test piece preparation (method of straightening, etc.); 
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e) test conditions (e.g., free length between the grips, application of tensile stress); 

f) number of turns. 

NOTE The test report may include an evaluation of the fracture. 
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Annex A 

(informative) 

Recommended types of grip depending on the diameter, d, 
or characteristic dimension, D, of the wire 



Table A.1 — Recommended types of grip 



d{D) 
mm 


Type of grip 


0,1 ^ J(i))<0,3 


Smooth 


0,3 ^ i (D) ^ 3 


Lightly serrated 


J (Z)) > 3 


V-grooved 
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Annex B 

(informative) 

Recommended method of straightening curved wires sufficiently 

to place them in test grips 



The following is a method of straightening wires sufficiently to be able to place them in test grips of a torsion 
wire tester. This procedure is suggested for thick, high strength wire, which may present a safety hazard to the 
test operator if an attempt is made to place the wire in the test grips without first securing the wire. 

Equipment includes: a bench mounted vice, two adjustable vice grips and a piece of wood approximately 
45 mm wide by 20 mm thick by a length slightly less than the free length between the grips given in Table 2, 
column 2 of this International Standard. The 20 mm dimension may be tapered from the centre to each end so 
that the ends of the wood are approximately 15 mm thick. 

Place the wood (45 mm dimension) securely between the jaws of the vice and clamp. Wrap a cushioning 
agent (such as masking tape) around the jaw of each vice grip that will be in contact with the wire when it is 
clamped to the board. The masking tape will protect the wire from being damaged (nicked). Place the wire 
(curvature down) on top of the board so that an equal length of the wire will extend beyond each end of the 
board. Adjust the vice grip and place the cushioned jaw on top of the wire near one end of the board. Grasp 
the other end of the wire and bend it down on the board. Clamp the wire in place with the other adjusted vice 
grip ensuring that the cushioned jaw is in contact with the wire. Insert the ends of the wire in the grips, apply a 
tensile stress not exceeding 2 % of the nominal tensile strength of the wire, release the vice grips and remove 
the board. 

Duplicate set-ups may be made so that the next wire to be tested will be available when needed. 
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Annex C 

(informative) 

Evaluation of fractures occurring during simple torsion test 



Type of fracture 



Type 
No. 



Product 



Aspect 



Description and 
characteristics 



Fracture plane 



Normal torsion fracture 



:^ 



Smooth: fracture plane 
perpendicular to wire axis (or 
slightly oblique). No cracks in 
fracture plane. 

Brittle: fracture plane at an 
angle of 45° to wire axis. No 
cracks in fracture plane. 




^\^ 



jOiiii 



Fracture with local cracks 

Regular fracture (material 
defects) 



Smooth: fracture plane 
perpendicular to wire axis and 
partially cracked. 

Stepped: a part of the fracture 
plane is still smooth: partially 
cracked. 

Irregular fracture plane: no 
cracks in fracture plane. 




Fracture with spiral cracks 
over the whole length (or 
large part of it) 

Crack formation already 
occurs after a low number (3 
to 5) of torsions and is best 
visible at that moment 




Smooth: fracture plane 
perpendicular to wire axis and 
partially or entirely cracked. 

Stepped: a part of the fracture 
plane is still smooth and 
partially or entirely cracked. 

Brittle: fracture plane at an 

angle of 45° and partially or 

entirely cracked 

or 

irregular fracture plane and 

partially or entirely cracked 
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